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Abstract

Background: intravenous cannulation is a painful procedure in which analgesia is rarely 
provided for. the Buzzy® device is a non-invasive, easy to use device, originally used in children, 
that combines vibration and cold modalities to block pain sensation. the objective of this study 
was to assess its usefulness in reducing cannulation pain in adult patients.

Methods: one hundred and eighty four patients, 18-65 years old, requiring venous access 
for elective surgery were randomized into four groups. All patients had the Buzzy® device applied 
prior to cannulation. the four groups had the following intervention: group B: complete Buzzy® 
device, group v: vibration switched on with ice pack at room temperature, group c: vibration 
switched off with cold ice pack; group P: Buzzy® device without activation and with ice pack 
at room temperature. All patients were cannulated with a 20g venous cannula after application of 
this device. We compared pain scores during cannulation using the visual Analogue scale (vAs) 
and patient preferences for the device.
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Results: Buzzy® usage during cannulation 
significantly resulted in the lowest pain score 33.92 ± 
15.59 (p = 0.016) amongst all groups. When compared 
with the Placebo group, patients in both the Buzzy® 
and Vibration groups recorded significantly lower 
pain scores (p = 0.031 and p = 0.037 respectively). in 
terms of preference, 81.0% of patients in the complete 
Buzzy® group were satisfied with the device.

Conclusion: the Buzzy® device and its vibration 
component significantly reduced venous cannulation 
pain in adult patients.

Introduction

venous cannulation is often a painful procedure 
that is distressing to patients. needle aversion often 
leads to avoidance of medical treatment, refusal 
for vaccination and a reduction in the number 
of potential blood donors1-3. current practices in 
anesthesia to reduce cannulation pain involve a 
myriad of techniques ranging from topical local 
anesthetics (LA) application to the use of flash lights 
via a distraction technique4-7. Among these, topical 
anesthesia with lA is the most frequently used 
technique but the long onset time often precludes 
its usage in the acute setting8. Whilst application of 
topical anesthesia is often used for children, most 
adult patients undergo venous cannulation without 
analgesia. sado et al9 found that less than 50% of 
junior doctors used any lA for cannulation of large 
bore iv cannulas and none of them used lA for 20 g 
to smaller sized cannulas.

A technique to reduce cannulation pain utilizes 
a thermomechanical device called Buzzy® (mmJ 
labs, Atlanta, gA). the Buzzy® is a battery operated, 
handheld plastic ‘bee’ with a vibrating motor and a 
mechanism to attach an ice pack underneath (figure1). 
it can be pressed in place or secured to a limb via a velcro 
strap or tourniquet. the site of application corresponds 
to the dermatomes that supply cutaneous innervation to 
the area of planned cannulation. it is postulated to work 
based on the gate control theory, which suggests that 
pain is transmitted from the peripheral nervous system 
to the central nervous system via modulation through a 
gating system in the dorsal horn of the spinal cord10. the 
vibration component of this device will stimulate the 

A-beta fibers (fast non noxious motion nerves), which 
subsequently block the A-delta C–fibers (afferent pain 
receptive nerves)11. the cold component on the other 
hand will stimulate the C fibers and if applied prior 
to the pain stimulus will block the A-delta pain signal 
as well. An alternative postulated mechanism in which 
the cold stimulus provides pain relief is by triggering 
the descending noxious inhibitory controls, activating 
a supraspinal modulation and raising the body’s overall 
pain threshold12.

Fig. 1 
The application of Buzzy ® at C7 dermatome prior to 

cannulation at dorsum of hand.
(With permission from buzzyforshots.com)

the Buzzy® has been shown to reduce 
venepuncture pain in children. Baxter et al13 showed 
that the Buzzy® decreased venepuncture pain 
significantly when compared to standard care using a 
vapocoolant spray in the pediatric population. in the 
adult population, a pilot study conducted by the same 
investigator, found a significant reduction of pain on 
the visual analogue score (vAs) when cannulation was 
done using the Buzzy® compared to no intervention14. 
however, being a pilot study with a small sample size 
of 30 subjects and a small reduction in pain score of 
0.99 cm, these findings were regarded as clinically 
insignificant by some investigators15-16.

the aim of this study was to determine the 
effectiveness of Buzzy® versus placebo in reducing 
cannulation pain among adult patients. Also it 
was intended to determine whether the individual 
components of the Buzzy® were as effective as its 
complete unit.
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Methods

the study was a prospective, double blind, 
randomized clinical trial submitted for the approval 
by the Dissertation committee of Department of 
Anaesthesiology & intensive care, universiti 
Kebangsaan malaysia medical center (uKmmc). 
ethical approval was obtained from the medical 
research & ethics committee from uKmmc (project 
number: ff-2017-024) and medical research & ethics 
committee under the national medical research 
register, ministry of health malaysia [nmrr-15-
2438-27337(iir)].

the study was conducted by multiple operators 
consisting of anesthetic medical officers from the 
Department of Anaesthesia and intensive care, 
hospital Kuala lumpur who cannulated the patients. 
the investigator was responsible for application of 
the device. Different anesthetic medical officers who 
were ‘blinded’ to the intervention group recorded the 
patients’ pain and satisfaction scores.

Adults presenting for surgery aged 18 to 65 years 
old, American society of Anesthesiologists (AsA) 1 or 
2 patients who were able to communicate and required 
venous access were enrolled. Patients with anticipated 
difficult intravenous access, known sensitivity to cold 
(eg: raynaud’s disease), patients who had any break of 
skin over the area where the device would be placed or 
who had pre-existing pain (e.g., peripheral neuropathy, 
chronic pain, fractures over the placement site) were 
excluded.

During preoperative assessment of the patients, 
inspection of the dorsum of the hand was done to 
identify suitable veins for cannulation. informed 
consent was taken from patients presenting for elective 
surgery who were eligible for the study. Patients were 
briefed about the device, vAs and kept fasted overnight 
prior to surgery. no premedication was given. they 
were randomly divided via computer generated 
randomization into 4 groups: group B, group P, group 
v and group c. All groups had the Buzzy® applied 
around their wrist. group B (‘Buzzy’) patients had the 
device vibrating motor switched on with an ice pack 
applied prior and during venous cannulation on the 
dorsum of the hand. group v (vibration only) patients 
had the Buzzy® applied and vibrating motor switched 

on but the ice pack was kept at room temperature. 
group c (cold only) patients had the ice pack attached 
underneath but the device was not switched on. 
group P (placebo) patients had a ‘dummy device’ in 
which the Buzzy® was not switched on and the ice 
pack was kept at room temperature prior to application 
and during cannulation.

the envelope containing the randomized 
intervention group was opened in the operating theater 
for the respective patients. once a suitable vein had 
been identified on the dorsum of the patient’s hand, the 
area overlying the vein to be cannulated was cleaned 
with an alcohol swab as standard practice and allowed 
to dry. A tourniquet was applied on the wrist and the 
device was placed proximal and as close as possible 
to the tourniquet, corresponding to the c7 dermatome. 
Depending on the intervention group, the device 
with the ice pack (cold or at room temperature) was 
either switched on or switched off for one minute 
prior to cannulation, and continued until successful 
cannulation was completed. cannulation using a 20g 
venous cannula was subsequently attempted. only 
patients successfully cannulated on the first attempt 
were included for assessment of vAs score. successful 
cannulation was defined as having ‘flashback’ and 
backflow of blood to the hub upon venipuncture with 
the ability to fully insert the cannula.

Patients in whom cannulation failed on the first 
attempt, were dropped out of the study. reasons for 
failed cannulation were documented. subsequent 
cannulation attempts were done at alternative sites 
and the patients were offered subcutaneous infiltration 
of lignocaine 2% at the new site of cannulation for 
reduction of pain.

the vAs score was assessed by another medical 
officer who was not involved in the cannulation 
process and was ‘blinded’ to the intervention group. 
this assessor was called to assess patients’ vAs score 
after the cannula was secured. Patients were asked 
to indicate their pain score on the paper scale shown 
to them. the vAs is a 100 mm horizontal scale with 
two opposite ends describing pain intensities ranging 
from 0 which depicts no pain to 100 which represents 
the worst pain imaginable17. Patients’ preference was 
also assessed by questioning their likelihood to use the 
device in the future. side effects such as skin reaction, 
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pain or discomfort over the device application site 
were recorded as well.

Statistical Tests

sample size calculation was based on a previous 
study comparing mean vAs score between the 
Buzzy® and no intervention at all by Baxter et al10, in 
which the mean difference of vAs score was normally 
distributed with a standard deviation of 16. The α 
value was set at 0.05 and power of study at 80%. if the 
true mean vAs score between the placebo and device 
group is 9.9 mm, 42 subjects were needed for each 
arm. Assuming a 20% drop out rate, 51 patients per 
arm were required.

Table 1 
Demographic data presented as mean ± standard deviation or numbers(n)

Group B
(n=42)

Group V
(n=43)

Group C
(n=42)

Group P
(n=42)

P-value

Age (years) 32.5 ± 13.1 32.7 ± 12.1 33.7 ± 12.1 33.6 ± 11.6 0.959

gender (male/female) 18/24 22/21 18/24 19/23 0.851

Weight (kg) 61.5 ± 10.1 63.1 ± 9.9 60.4 ± 7.6 62.9 ± 10.0 0.550

height (m) 1.59 ± 0.07 1.62 ± 0.06 1.59 ± 0.07 1.61 ± 0.06 0.321

Bmi (ht/m2) 23.6 ± 4.04 23.7 ± 3.18 22.9 ± 3.04 23.9 ± 3.08 0.519

AsA (i/ii) 34/8 32/11 29/13 31/11 0.662

Table 3 
Buzzy® preferability presented in number (n) and percentage (%) 
and group preference comparison using Pearson’s Chi Square test

Preferability
Group comparison Pearson’s chi square test p value

Yes (%) No (%)

group B (n=42)

group v (n=42)

group c (n=42)

group P (n=42)

81.0

69.7

54.8

33.3

19.0

30.2

45.2

66.7

B vs P <0.0001

v vs P 0.001

c vs P 0.048

B vs v 0.232

B vs c 0.010

* statistically significant (p <0.05)

Table 2 
Mean VAS score ± standard deviation (SD) among groups and 
post hoc group comparisons using Tukey’s test.* showed the 

mean difference was significant at 0.05 level

VAS p-valuea Group p-valueb

group B 
(n=42)
group v 
(n=42)
group c 
(n=42)
group P 
(n= 42)

33.92 ± 
15.59

34.18 ± 
15.73

39.16 ± 
15.99

43.21 ± 
13.91

0.016

B vs v 1.000

B vs c 0.401

B vs P 0.031

v vs c 0.442

v vs P 0.037

c vs P 0.622

note: a p value using AnovA test
b p value of post hoc tukey’s test
* significant mean difference at 0.05 level
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All analyses were performed using the iBm sPss 
statistics version 23. AnovA was used to compare the 
pain scores across the four different groups. Where 
significant differences were detected, post hoc tests 
were done. the chi square test was used to analyze the 
likeability score across the different groups. statistical 
significance was set at p<0.05.

Results

A total of 184 patients were recruited for this 
study but only 169 patients were included in the final 
analysis. fifteen patients were dropped out from the 
study due to failed cannulation on the first attempt. 
nine of these failed cannulation attempts were due 
to failures to get “flashback’ and backflow of blood 
to the hub after initial puncture and six were due to 
failures to advance the cannula. these patients were all 
successfully cannulated on subsequent attempts. the 
demographic data was comparable in all four groups 
(table 1).

the mean vAs score was lowest in the Buzzy 
group followed by the vibration group, cold group 
and Placebo group in ascending order. the difference 
among these groups was statistically significant (Table 
2). Further post hoc analysis revealed significant 
changes in mean vAs scores in the Buzzy® and 
vibration groups when compared to Placebo. no other 
statistically significant differences were seen between 
other groups.

the Buzzy® group had the highest favorability 
percentage followed by vibration, cold and Placebo 
in descending order (table 3). in terms of patients 
preference, all intervention groups showed significantly 
higher patients preference when compared to Placebo. 
Patients preference for Buzzy® and vibration were 
comparable and the difference was not significant.

there were no adverse events recorded as a result 
of application of this device to all patients. however, 
two anesthetic trainees who were cannulating the 
patients complained of the device interfering with 
their cannulation site of choice. even so, both of these 
trainees were still successful in cannulating their 
patients on the first attempt.

Discussion

the Buzzy® device, being both a non-invasive 
and fast acting in reducing pain during intravenous 
cannulation has been studied extensively in the 
pediatric population. in a recent study, Potts et al18 
showed the device to be equally effective when 
compared to standard care of lignocaine 4% cream 
in reducing pain and distress during intravenous 
cannulation in children. In adults, our study findings 
were comparable to the pilot study by Baxter et al19. the 
current study however, was different in several aspects 
from previous studies done before. We have compared 
the device with placebo instead of topical lA and we 
further compared the effectiveness of its individual 
components, namely the vibration component and the 
cold component.

Our findings confirmed that Buzzy® as a whole 
device effectively reduced pain compared to placebo. 
interestingly, when the device was separated to its 
individual components and compared with placebo, it 
was the vibration modality that significantly reduced 
cannulation pain and not the cold ice pack component. 
in fact, in terms of patients preference, vibration 
on its own was almost as preferred as the complete 
Buzzy® device. This finding is in accordance with a 
study by hollins et al20 which found that cutaneous 
vibratory stimulation was able to cause a decline in 
nociceptive sensitivity. Joseph et al21 who used the 
Buzzy® vibration device also found significantly 
reduced sensory perception in the foot when the device 
was applied. the postulated mechanism was that the 
external vibratory sensation provided by Buzzy® 
produced transient diminished sensation.

We cannot disregard the role of cold sensation 
which is postulated to help reduce pain sensation 
not only via the gate control theory, but through 
Descending noxious inhibitory control (Dnic). the 
latter works by increasing the general pain threshold 
of the body when intense cold stimulus is applied22. 
in this study we found a reduction in mean vAs score 
in the cold group, but the change was not statistically 
significant. It is possible that the ice pack was not cold 
enough to trigger the “intense cold stimulus” required 
to activate the Dnic mechanism. unlike the study by 
mawhoter et al23 who used vapocoolant spray which 



66 nor hAlizA zAinol ABiDin et. al

can achieve a skin temperature of 0⁰c within seconds 
upon application, the ice pack that we used in this study 
had to be taken out of the freezer for usage. the lapse 
time, being taken from the freezer to skin application 
may have lessened its effectiveness as a cold pack.

We also felt that the Buzzy® as a device on its 
own provided an element of distraction when applied to 
patients. most of our patients were quite amused with 
its colorful and animated design. that could explain 
the fact that a third of patients in the placebo group 
felt that the device helped to reduce their pain when 
in actual fact, it was not switched on. This finding 
was somewhat similar to the study by Karthryn et al24 
who found significant reduction in pain in children 
undergoing intravenous injection when cartoon 
distraction was used.

limitations to this study include operator bias 
by having different anesthetic trainees cannulating 
our subjects. Different levels of competency and years 
of experience in inserting a cannula might influence 

the patients’ pain perception and cannulation success 
hence affecting the outcome of the study. Perhaps in 
future studies, a single experienced operator should be 
assigned to cannulate all patients to reduce bias.

Conclusion

our study demonstrated that both the Buzzy® 
device and its vibrating component when used without 
the ice pack component were effective in reducing 
venous cannulation pain when compared with ice pack 
application alone or placebo in adult patients.

Acknowledgement

We would like to thank ms. Qurratu’aini 
Musthafa, Science Officer in the Department of 
Anaesthesiology & intensive care, uKm medical 
centre for her advice and assistance in the statistical 
analysis of our study.



M.E.J. ANESTH 25 (1), 2018

67Assessing the effectiveness of A thermomechAnicAl Device (Buzzy®) in reDucing venous 
cAnnulAtion PAin in ADult PAtients

References

1. Vika m, raadal m, skaret e: Dental and medical injections: 
prevalence of self reported problems among 18-year-old subjects in 
norway. Eur J Oral Sci; 2010, 114:122-127.

2. meYerHoff as, WeNiger bg, Jacobs rJ: economic value to parents 
of reducing the pain and emotional distress of childhood vaccine 
injections. Pediatr Infect Dis J; 2001, 20(110):s57-s62.

3. HarriNgtoN m, sWeeNeY mr, bailie k: What would encourage 
blood donation in ireland? Vox Sang; 2007, 92:361-367.

4. cHeN bk, cuNNiNgHam bb: topical anaesthetics in children: agents 
and techniques that equally comfort patients, parents and clinicians. 
Curr Opin Paediatr; 2011, 13:324-330.

5. HiJazi r, taYlor d, ricHardsoN J: effect of topical vapocoolant 
spray on pain with intravenous cannulation in patients in emergency 
department: randomized double blind placebo controlled trial. BMJ; 
2009, 338:b215.

6. agarWal a, siNHa Pk, taNdoN m, dHiraaJ s, siNgH u: evaluating 
the efficacy of the Valsalva maneuver on venous cannulation pain: A 
prospective, randomized study. Anesth Analg; 2005, 101:1230.

7. agarWal a, YadaV g, deVeNdra m, taNdom m, kumar sP, 
siNgH uttam: The role of flash of light for attenuation of venous 
cannulationpain: A prospective, randomized, placebo-controlled 
study. Anesth & Analg; 2007, 106(3):814-816.

8. eHreNstorm-reiz g, reiz s, stockmaN o: topical anaesthesia with 
emlA, a new lidocaine-prilocaine cream and the cusum technique 
for detection of minimal application time. Acta Anaesthesiol Scand; 
1983, 27:510-512.

9. sado dm, deakiN cd: local anaesthesia for venous cannulation 
and arterial blood gas sampling: are doctors using it? J R Soc Med; 
2005, 98:158-160.

10. melzack r, Wall Pd: Pain mechanisms: a new theory. Science; 
1965, 150(699):971-979.

11. kakigi r, sHibasaki H: mechanism of pain relief by vibration and 
movement. J Neurol Neurosurg Psychiatry; 1992, 55(4):282-286.

12. NaHra H, PlagHki l: inoccuous skin cooling modulates perception 
and neurophysiological correlates of brief co2 laser stimuli in 
humans. Eur J Pain; 2005, 9(5):521-530.

13. baxter al, coHeN ll, mcelVerY HeatHer lH, laWsoN ml, VoN 
baYer cl: An integration of vibration and cold relieves venipuncture 
pain in a paediatric emergency department. Pediatr Emerg Care; 

2011, 27(12):1151-1155.
14. baxter al, leoNg t, matHeW b: external thermomechanical 

stimulation versus vapocoolant for adult venipuncture pain: pilot 
data on a novel device. Clin J Pain; 2009, 25:705-710.

15. todd kH, fuNk kg, fuNk JP: Clinical significance of reported 
changes in pain severity. Ann Emer Med; 1996, 27:485-48.

16. bullocH b, teNeNbeim m: validation of 2 pain scales for use in the 
pediatric emergency department. Pediatrics; 2002, 110:e33.

17. gallagHer eJ, liebmaN m, biJur Pe: Prospective validation of 
clinically important changes in pain severity measured on a visual 
analogue scale. Ann Emerg Med; 2001, 38:633-638.

18. Potts da, daVis kf, elci ou, feiN Ja: A vibrating cold device to 
reduce pain in the pediatric emergency department: A randomized 
clinical trial. Pediatr Emerg Care; Jan 2017. http://doi.org/10.1097/
Pec.0000000000001041

19. baxter al, leoNg t, matHeW b: external thermomechanical 
stimulation versus vapocoolant for adult venipuncture pain: pilot 
data on a novel device. Clin J Pain; 2009, 25:705-710.

20. HolliNs m, HarPer d, maixNer W: changes in pain from 
a repetitive thermal stimulus: the roles of adaptation and 
sensitization. Pain; 2011, 152, 1583-1590. http://doi.org/10.1016/
s1526-5900(03)00714-4

21. JosePH dr, JosHua as, traceY cV, robert WH, carl k: use of 
an external vibratory Device as a Pain management Adjunct for 
injections of the foot and Ankle. The Foot An Ankle Online Journal; 
2016, 9(4):6. http://doi.org/10.3827/faoj.2016.0904.0006

22. reidler Js, meNdoNca me, saNtaNa mb, WaNg x, leNkiNski r, 
motta af, marcHaNd s, latif l, fregNi f: effects of motor cortex 
modulation and descending inhibitory systems on pain thresholds in 
healthy subjects. J Pain; may 2012, 13(5):450-8.

23. maWHoter s, daugHertY l, ford l, HugHes r, metzger d, easleY 
k: topical vapocoolant Quickly and effectively reduces vaccine-
Associated Pain: results of a randomized, single-blinded, Placebo-
controlled study. J Travel Med; 2004, 11(5):267-72.

24. katHrYN a, birNie, melaNie N, JeNNifer aP, cHristiNe tc, liNdsaY 
su, steVe rk, eJ mcgratH: systematic review and meta-Analysis 
of Distraction and hypnosis for needle-related Pain and Distress in 
children and Adolescents. J Pediatr Psychol; 2014, 39(8):783-808. 
http://doi.org/10.1093/jpepsy/jsu029





M.E.J. ANESTH 25 (1), 2018

69



70


